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x-archive-meta-abstract: A digital phasemeter is described which is capable of operating from arbitrarily low frequencies to 10 kHz, for which the lower limit depends essentially upon the time available to the operator to make the measurement. The phasemeter involves a logic circuit which can be assembled easily from commercially available logic modules without the necessity of a proficiency in electronics. The output of the logic circuit is read into a conventional digital preset frequency-ratio meter. The determination is absolute and utilizes a time base. Accordingly, no calibration against a phase standard is necessary. The agreement between this phasemeter and a quality phase shifter was found to be within �0.01� at 400 Hz, which is the accuracy specified by the manufacturer of the phase shifter. Considerable ability to ignore signal imperfections is inherent in this device.
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